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as a result of the 5-year network as-
sessments required in §58.10, a SLAMS
station at a site which is necessary in
the judgment of the Regional Adminis-
trator to meet the objectives defined in
appendix D to this part.

[71 FR 61303, Oct. 17, 2006]

§58.61 Monitoring other pollutants.

The Administrator may promulgate
criteria similar to that referenced in
subpart B of this part for monitoring a
pollutant for which an NAAQS does not
exist. Such an action would be taken
whenever the Administrator deter-
mines that a nationwide monitoring
program is necessary to monitor such a
pollutant.

[71 FR 61303, Oct. 17, 2006]

APPENDIX A TO PART 58—QUALITY AS-
SURANCE REQUIREMENTS FOR
SLAMS, SPMs AND PSD AIR MONI-
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1. GENERAL INFORMATION

This appendix specifies the minimum qual-
ity system requirements applicable to
SLAMS air monitoring data and PSD data
for the pollutants SO,, NO,, 03, CO, PM,s,
PM,p and PM,p_>5 submitted to EPA. This
appendix also applies to all SPM stations
using FRM, FEM, or ARM methods which
also meet the requirements of Appendix E of
this part. Monitoring organizations are en-
couraged to develop and maintain quality
systems more extensive than the required
minimums. The permit-granting authority
for PSD may require more frequent or more
stringent requirements. Monitoring organi-
zations may, based on their quality objec-
tives, develop and maintain quality systems
beyond the required minimum. Additional
guidance for the requirements reflected in
this appendix can be found in the ‘“‘Quality
Assurance Handbook for Air Pollution Meas-
urement Systems’’, volume II, part 1 (see ref-
erence 10 of this appendix) and at a national
level in references 1, 2, and 3 of this appen-
dix.

1.1 Similarities and Differences Between
SLAMS and PSD Monitoring. In most cases,
the quality assurance requirements for
SLAMS, SPMs if applicable, and PSD are the
same. Affected SPMs are subject to all the
SLAMS requirements, even where not spe-
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cifically stated in each section. Table A-1 of
this appendix summarizes the major similar-
ities and differences of the requirements for
SLAMS and PSD. Both programs require:

(a) The development, documentation, and
implementation of an approved quality sys-
tem;

(b) The assessment of data quality;

(c) The use of reference, equivalent, or ap-
proved methods. The requirements of this
appendix do not apply to a SPM that does
not use a FRM, FEM, or ARM;

(d) The use of calibration standards trace-
able to NIST or other primary standard;

(e) Performance evaluations and systems.

1.1.1 The monitoring and quality assur-
ance responsibilities for SLAMS are with the
State or local agency, hereafter called the
monitoring organization, whereas for PSD
they are with the owner/operator seeking the
permit. The monitoring duration for SLAMS
is indefinite, whereas for PSD the duration is
usually 12 months. Whereas the reporting pe-
riod for precision and accuracy data is on an
annual or calendar quarter basis for SLAMS,
it is on a continuing sampler quarter basis
for PSD, since the monitoring may not com-
mence at the beginning of a calendar quar-
ter.

1.1.2 The annual performance evaluations
(described in section 3.2.2 of this appendix)
for PSD must be conducted by personnel dif-
ferent from those who perform routine span
checks and calibrations, whereas for SLAMS,
it is the preferred but not the required condi-
tion. For PSD, the evaluation rate is 100 per-
cent of the sites per reporting quarter where-
as for SLAMS it is 25 percent of the sites or
instruments quarterly. Monitoring for sulfur
dioxide (S0;) and nitrogen dioxide (NO,) for
PSD must be done with automated ana-
lyzers—the manual bubbler methods are not
permitted.

1.1.3 The requirements for precision as-
sessment for the automated methods are the
same for both SLAMS and PSD. However, for
manual methods, only one collocated site is
required for PSD.

1.1.4 The precision, accuracy and bias
data for PSD are reported separately for
each sampler (site), whereas for SLAMS, the
report may be by sampler (site), by primary
quality assurance organization, or nation-
ally, depending on the pollutant. SLAMS
data are required to be reported to the AQS,
PSD data are required to be reported to the
permit-granting authority. Requirements in
this appendix, with the exception of the dif-
ferences discussed in this section, and in
Table A-1 of this appendix will be expected
to be followed by both SLAMS and PSD net-
works unless directly specified in a par-
ticular section.

1.2 Measurement Uncertainty. Measure-
ment uncertainty is a term used to describe
deviations from a true concentration or esti-
mate that are related to the measurement

241



		Superintendent of Documents
	2014-10-15T13:13:52-0400
	US GPO, Washington, DC 20401
	Superintendent of Documents
	GPO attests that this document has not been altered since it was disseminated by GPO




